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We report a new highly accurate and versatile bridge-circuit-type detector that has a simple structure
and demonstrates a low degree of error for measurements of thermal expansion and magnetostriction by
the strain gauge method. As an example, a commercial physical property measurement system (PPMS) is
combined with a compact bridge-circuit box. Thermal expansion and magnetostriction are calculated from
the resistance of the bridge and bridge voltage, measured by the operation of a standard PPMS resistivity
option. The performance of the new detector is demonstrated by measuring the temperature and magnetic
eld dependences of the strain to obtain the thermal expansion coecient and magnetostriction of the
single crystals of rare-earth compounds RAl2 (R = Dy, Tb).
1. Introduction
Strain () is dened as the relative change in length, given by  = L=L. The strain
gauge method is widely used for measuring the thermal expansion (T ) and magne-
tostriction (B) of solid materials. This is because  can be detected electrically using
the relationship R=R = KS, where R=R is the relative change in the electrical
resistance of the strain gauge and KS is the gauge factor. Generally, the precision of the
measured  value depends on the specimen conditions and the bridge circuit used to
measure the small resistance change of the strain gauge. Previously, we measured ther-
mal expansion and magnetostriction for a wide array of materials such as heavy fermions
and superconductors.1{7) To perform these measurements, the sample must be mounted
in an apparatus that can control the specimen conditions such as the temperature and
magnetic eld. On the other hand, it is well known that a commercial physical property
measurement system (PPMS; Quantum Design) is a useful apparatus for the genera-
tion of extreme conditions and has been used in our previous measurements of physical
properties such as electrical resistance and heat capacity for a variety of materials.8{11)
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In this paper, we describe a new bridge-circuit-type detector to detect extremely small
resistance changes in thermal expansion and magnetostriction measurements using the
PPMS.
2. Design of the bridge-circuit-type detector
Since  is proportional to R=R, a small resistance variation R must be detected to
measure a small  change. The bridge circuit-type detector is one that uses a bridge
circuit with a resistance displacement unit (RS) corresponding to the measurement
sensor area on at least one of the four sides. The power supply is located between points
A and B, which face the bridge circuit. It also includes an output voltage measurement
unit that detects the voltage (VCD) output between points C and D, which also face the
bridge circuit. VCD produced by the unbalanced bridge circuit is amplied during the
measurement owing to the extremely small resistance changes RS=RS.
The current PPMS resistivity measurement option adds a congurable resistance
bridge board to the Quantum Design 6000 PPMS controller and is a powerful tool for
generating electric current to stabilize the current value i and measure the extremely
small output voltage VCD. However, in the case of existing bridge-circuit-type detectors,
measurement errors may occur for the small relative change RS=RS owing to the
internal resistance (r) changes or the changes in the environmental characteristics of
the long connecting wire. Furthermore, for thermal expansion and magnetostriction
measurements at low temperatures, RS depends on not only strain  but also conditions
such as temperature and magnetic eld of the sample mounted in the cryostat. Since the
PPMS applies a constant current to the bridge circuit, power supply voltage changes
may occur during the measurement, leading to measurement error for a small relative
change RS=RS.
Figure 1 shows the new bridge circuit-type detector used in the present study. The
detector is quadrilaterally connected to the already known xed resistors (R1, R2, and
R3) and to the resistance displacement unit (RS), where the resistor (R1) varies with
changes in the target physical quantities in the measurement sensor unit used for mea-
suring the physical quantities found in the strain gauge, temperature sensor, and pres-
sure sensor. The power supply unit (E) is located between points A and B of the bridge
circuit, and an output pressure measurement unit (VCD) is located between points C
and D. In particular, the proposed detector has a net bridge voltage measurement unit
that measures the voltage VAB that is directly applied to the area between points A
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Fig. 1. Composition of the bridge-circuit-type detector.
and B on the existing device. Because the bridge-circuit-type detector can measure the
output voltage VCD for the area between points C and D during VAB measurement, the
obtained values can be used to measure minute resistance changes RS=RS with a high
degree of accuracy. Even if resistance changes in the detector, the wire connection cord,
and the power supply unit are present owing to the environmental characteristics such
as temperature, pressure, and magnetic eld within the measurement system, the eect
of such environmental changes can be eliminated.
Next, we provide several examples of strain measurement such as tensile strain and
compressive strain using a strain gauge on the resistance displacement unit RS.
(1) The initial equilibrium state is set to R1 = R2 = R3 = RS. If the resistance
(RS) changes when strain () occurs in the strain gauge, the relationship of the output
voltage (VCD) (the voltage that changes owing to the occurrence of strain ) and the net
bridge voltage (VAB) will be such that the approximate equation  = 4=KS  VCD=VAB
will hold because of the minuteness of the changes in resistance for RS on account of
the gauge factor for the strain gauge being set to KS.
(2) When an active gauge (which is also aected by external factors such as strain,
temperature, pressure, and magnetic eld) is used for RS and a dummy gauge (which
is only aected by external factors such as temperature, pressure, and magnetic eld)
is used for R3 to measure strain, the initial equilibrium state is set to R1 = R2, R3 =
RS. If the resistance (RS) changes when strain () occurs in the active gauge, then
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the relationship between the output voltage (VCD) (the voltage that changes owing
to the occurrence of strain ) and the net bridge voltage (VAB) will be such that the
approximate equation  = 4=KS  VCD=VAB will hold because of the minuteness of the
changes in RS and R3 owing to the gauge factor for the strain gauge being set to KS.
(3) In the case where the strain gauge is used to measure the strain (tensile and
compressive strains) in RS and R1, the initial equilibrium state is set to R1 = R2 =
R3 = RS, and if the resistances RS and R1 change when strain  occurs in the strain
gauge, then the relationship of the output voltage (VCD) (the voltage that changes owing
to the occurrence of strain ) and the net bridge voltage (VAB) will be such that the
approximate equation  = 4=(1 + )KS  VCD=VAB will hold because of the minuteness
of the changes in RS and R1 as a result of the gauge factor for the strain gauge being
set to KS. Here,  is a parameter that is determined by the direction of the strain for
RS and R1.
(4) In cases where the strain gauge is used to measure the strain (tensile and com-
pressive strains) in RS and R3, the initial equilibrium is set to R1 = R2, R3 = RS, and
if the resistances RS and R3 change when strain  occurs in the strain gauge, then the
relationship of the output voltage (VCD) (the voltage that changes owing to the occur-
rence of strain ) and the net bridge voltage (VAB) will be such that the approximate
equation  = 4=(1+)KSVCD=VAB will hold because of the minuteness of the changes
in RS and R3 as a result of the gauge factor for the strain gauge being set to KS. Here,
 is a parameter that is determined by the direction of the strain for RS and R3.
(5) In cases where the strain gauge is used to measure strain (tensile and compressive
strains) in R1, R2, R3, and RS, the initial equilibrium is set to R1 = R2 = R3 = RS, and
if each of the resistance changes are set to be R1;R2;R3;RS, and R1 = R3 =
 R2 =  RS when strain  occurs in the strain gauge, then the relationship of the
output voltage (VCD) (the voltage that changes owing to the occurrence of strain ) to the
net bridge voltage (VAB) will be such that the approximate equation  = KSVCD=VAB
will hold because of the minuteness of the changes in RS and R1 as a result of the gauge
factor for the strain gauge being set to KS.
3. Experimental methods
As an example of the strain measurement, we demonstrate the bridge-circuit-type de-
tector in which two gauges were used as an active (sample) gauge RS and a dummy
(reference) gauge (R3). A foil strain gauge, wire strain gauge, or semiconductor strain
4/7
Jpn. J. Appl. Phys. REGULAR PAPER
Fig. 2. (Color online) Circuit diagram of the bridge-circuit box.
gauge can all be used as the strain gauge. The gauge factor KS is a coecient represent-
ing the sensitivity of the strain gauge and has a value of almost 2 for the copper-nickel
series and nickel-chromium series alloys used in general-use strain gauges. The strain
gauge was glued onto a clean surface of the specimen and cured in accordance with
the prescribed directions. The low temperature and the magnetic eld were generated
using PPMS in the low-temperature laboratory at Kanazawa University. Samples and
references are mounted on a sample pack. Strain gauges are connected by electric wires
to the contacts of the sample pack. The pack is inserted into the sample chamber in
the cryostat.
Figure 2 is a circuit diagram of the bridge-circuit box used in this study. An electrical
current ows between I+ and I  on each of channels 1 and 2. An active (sample) and
a dummy (reference) gauge are mounted in the sample space of a cryostat, and are
connected to the bridge-circuit box by electric wires. A variable resistor is a voltage
regulator that is capable of adjusting VCD to a balanced voltage. VAB and VCD correspond
to the signals on channels 1 and 2 of a congurable resistance bridge board of the
Quantum Design 6000 PPMS controller, respectively.
Figure 3 is a photograph of the bridge-circuit box. Since two independent bridge
circuits are present in the box, up to two samples may be mounted on the sample pack
and measured simultaneously. The two knobs on the bridge-circuit box are voltage
regulators that are capable of adjusting VCD to a balanced voltage for samples 1 and
2. The bridge-circuit box is connected to the cryostat by a Lemo connecter and to
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Fig. 3. (Color online) Bridge-circuit box to be attached to the PPMS for strain measurement.
the primary hardware component on the Quantum Design 6000 PPMS controller by a
D-sub 25 pin connector. Both VAB and VCD can be measured by activating a standard
resistivity option on the control PC of the system. In the case of the bridge-circuit box
in Fig. 3, VAB and VCD of sample 1 correspond to the signals on channels 1 and 2 of
a congurable resistance bridge board of the Quantum Design 6000 PPMS controller,
respectively. For sample 2, VAB and VCD correspond to the signals on channels 3 and 4,
respectively.
4. Performance
To demonstrate the use of the new detector in strain measurements, we measured the
thermal expansion and magnetostriction of RAl2 (R: rare earth element) single crystals
that crystallize in the MgCu2 cubic Laves phase structure (Fd3m, space group 227).
12,13)
In most of these compounds, the R ions are trivalent (3+) and a ferromagnetic ordering
caused by local magnetic moments of R ions has been observed with Curie temperatures
(TC) of up to 170 K.
3,8, 9, 12) It is expected that some of the structural transition occurs
owing to magnetic symmetry breaking below TC.
Single crystals of RAl2 (R= Dy, Tb) were grown by the Czochralski pulling method
from a melt comprising stoichiometric amounts of the constituent elements in a tetra-arc
furnace.14,15) Low-temperature foil strain gauges (Kyowa Electronic Instruments KFL-
2-120-C1-1) were glued onto a clean surface of the specimen and cured in accordance
with the prescribed procedures. The design operating temperature of the strain gauge
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is 4   423 K, the nominal resistance is 120:2  0:4 
, and the nominal gauge factor is
KS = 2:010:03. Copper was used as a reference material.16) An electric current of 1.000
mA 2:4 A is produced between points A and B of the bridge circuit. To eliminate
errors from DC oset voltages, VAB and VCD are obtained through AC measurements
using the resistivity option for the PPMS. Taking account of environmental and internal
noise sources, the resolution in the most sensitive range of VAB and VCD is approximately
20 nV.
4.1 Linear thermal expansion of TbAl2
Figure 4 shows an example of experimental results for VAB and VCD as a function of
temperature when the strain of TbAl2 is measured using the bridge-circuit detector
and PPMS. Here, the strain gauge is glued along the [111] direction, which is the
magnetic easy axis in the ferromagnetic phase.12) Figure 4(a) shows that VAB depends
on temperature. This dependence stems from the physical property of the strain gauge
used in this study, wherein the resistance decreases with decreasing temperature and
shows a minimum at approximately 30 K in the case of the strain gauge manufactured
by Kyowa.17) The results show a dierence of approximately 0.3% in VAB=VAB at
approximately 30 K. Such a dierence is compensated by measuring VAB and VCD at
the same time, and the strain is obtained more accurately. On the other hand, as
shown in Fig. 4(b), a kink is clearly observed at TC = 107 K, which corresponds to the
ferromagnetic transition temperature.12)
The linear thermal expansion of TbAl2 is obtained from the strain  = 4=KS 
VCD=VAB and the linear thermal expansion of the reference. Figure 5(a) shows the
temperature dependence of the linear thermal expansion dL=L; it is seen that dL=L
decreases with decreasing temperature, with the decrease becoming steeper below TC.
This indicates that the magnitude of the thermal expansion coecient below TC is larger
than that above TC. In other words, this material shows a negative magnetostriction,
i.e., the length decreasees with the appearance of magnetic ordering. Similar behavior is
also observed in other RAl2 ferromagnets.
3) For comparison, the results obtained using
the existing bridge-circuit and those in the previous report of a TbAl2 polycrystalline
sample18) are also plotted. Although the deviation tends to increase with the decrease
in temperature, such behavior is a result of various factors such as the temperature
dependence of the gauge factor, the sample dependence on the eect of domains in a
ferromagnetic sample, the direction of strain in a single crystal, and the dierence in
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Fig. 4. Example of experimental results of (a) VAB and (b) VCD in the strain measurement of
TbAl2 along [111] direction as a function of temperature.
the electrical resistances of strain gauges between the sample and the reference.
The linear thermal expansion coecient (T ) is dened as the derivative of dL=L
with respect to temperature, and the experimental results for (T ) are shown in Fig.
5(b). The results obtained using the existing bridge circuit are also plotted for compari-
son. The jump of  is observed at TC in both measurements and the behavior of the (T )
curve in the case of using the new detector is qualitatively similar to that when using
the existing detector. The deviation between the two results is approximately 110 4
K 1, which is an acceptable error range in the measurement of thermal expansion by a
strain gauge method.1) In the future, we plan to reduce the error by correcting the gauge
factor at low temperature.19) Note that the dispersion of the measured data when using
the new detector is much smaller than that when using the existing detector. This indi-
cates that there are advantages to measurement using the new detector, at least when
measuring a relative amount to detect some phase transition. Since the new detector
can be connected to every measurement instrument easily, it is possible to measure the
strain precisely by combining the bridge circuit with high-precision instruments such
as PPMS.
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Fig. 5. (Color online) (a) Linear thermal expansion dL=L as a function of temperature along the
[111] direction. (b) Thermal expansion coecient  of TbAl2 as a function of temperature. Blue dots
are the results obtained by measurement using the new bridge-circuit detector and red dots the
existing detector. Open circles are data taken from the previous report of a polycrystalline sample.18)
4.2 Magnetostriction of DyAl2
Next, we demonstrate the use of the new detector for measurements of DyAl2 magne-
tostriction in the low-temperature ferromagnetic phase below TC = 62 K. The magnetic
eld sometimes aects the electrical resistance of the strain gauge, and Sakai et al. re-
ported that there is a large dierence between longitudinal and transverse magnetore-
sistance, in which anisotropy [(R=R)k  (R=R)?] at 5 T is as much as 17010 6.17)
Therefore, to estimate the anisotropy of the magnetostriction in the new bridge-circuit
detector, the eect on the variation in the resistance of the bridge circuit is compen-
sated by measuring VAB and VCD at the same time, and the strain is obtained more
accurately.
Figure 6 shows the magnetostriction as a function of the magnetic eld B for the
low temperature ferromagnetic phase of DyAl2 at 10 K. Here, the strain gauge is glued
along the [100] axis at room temperature to measure the strain dL=L of one side of a
unit cell, and temperature is decreased to 10 K at zero magnetic eld. dL=L is set to
zero at B = 0, and B is applied along the [100] direction, that is, the magnetic easy
axis of the DyAl2 ferromagnetic phase.
12) Although dL=L shows the strain of one side
of a unit cell, the behavior of dL=L is quite dierent depending on whether B is applied
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Fig. 6. (Color online) Magnetostriction of DyAl2 as a function of the magnetic eld at 10 K.
parallel or perpendicular to the dL=L direction. This behavior is a result of the existence
of a large anisotropic exchange interaction between Dy ions, that is, a magnetic order
causes low structural symmetry because of a large magnetic anisotropy below TC, while
DyAl2 crystallizes in the cubic structure in the room-temperature paramagnetic phase.
When B is perpendicular to the dL=L direction, the magnitude of dL=L increases
with increasing B, saturating at 4.010 4 above B = 0.3 T. However, when B is parallel
to the dL=L direction, the magnitude of dL=L decreases with increasing B and saturates
at  8:0  10 4 above B = 0.3 T. Considering the crystal symmetry, we assumed that
DyAl2 crystallizes in a tetragonal structure in the low-temperature ferromagnetic phase.
The a-axis then corresponds to dL=L along the direction perpendicular to B in Fig. 6,
and the c-axis corresponds to dL=L along the direction parallel to B. The axial ratio
c=a between the a- and c-axes was found to be less than 1. The X-ray diractometer
can be used to estimate c=a qualitatively.
When the magnetic eld is decreased from B = 2 T to zero, both dL=L values
decrease from their saturated values and approach zero at B < 0:3 T. However, dL=L
values do not reach their initial zero values. This is because the internal eld is still
present in the material because of the creation of magnetic domains by the application
of the external magnetic eld.
10/7
Jpn. J. Appl. Phys. REGULAR PAPER
5. Summary
We demonstrated precise thermal expansion and magnetostriction measurements using
the new bridge-circuit-type detector. This detector is versatile and can be combined
with various instruments. For example, strain measurements can be easily conducted at
low temperatures down to 2 K and high magnetic eld using PPMS. Furthermore, it is
possible to measure strain under various conditions using PPMS combined with several
options if the sample and reference are mounted on the sample pack. Compressibility and
thermal expansion under high pressure can be measured using the high pressure cell in
PPMS. With the use of the PPMS Helium-3 system (P-825) or the dilution refrigerator
(P850), strain is easily measured down to 0.4 and 0.05 K. Using the Quantum Design
horizontal rotator option, which allows sample rotations around the axis perpendicular
to the magnetic eld of a longitudinal magnet, we can easily measure the strain as a
function of the angle between the direction of the strain gauge and the magnetic eld.
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